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1.0 INTRODUCTION

The Gas Diagnostics Division of The University of Tennessee Space
Institute has constructed and delivered to the U. S. Army Ballistics Research
Laboratory (BRL) a Particle Sizing Interferometer (PSI) designed to measure
droplet sizes over ranges from 0.3 to greater than 1000 micrometres. The
PSI is perhaps the only nonintrusive diagnostic instrument which can obtain
time histories of particle or droplet size distributions in hostile environ-
ments., While the PSI is simple in concept, its successful utilization and
application requires a good understanding of many subtle points pertinent to
the particles being measured and their effects on instrument operation.
Therefore, the purpose of this report is to 1) describe the expected operation
of the system in realistic injector sprays (a subject for study at BRL),

2) develop in greater detail theoretical references alluded to in previous
reports, and 3) provide suggestions for extending the application to other
potential applications such as burning powders.

1.1 Theoretical Synopsis
/

Consider the optical system shown in figure :L A beam from a laser is
split into two equal intensity beams. A lens system makes the beams cross
and focus at a common origin called the geometric center. Define the included
angle between the beams as 0. Near the geometric center the wavefronts are
planar. A Huygen's diagram of the wavefronts shows that planar interference
fringes are formed which are perpendicular to the plane defined by the beam
centerlines and are parallel to the bisector between the beams. The distance
§ between the periodic fringes is given by

§ = A/2sin(a/2) (€]

where A is the wavelength of the coherent light., At this point it is
convenient to divide the particles which may interact with the interference
fringes into two classes. Class I particles are "small" (diameters comparable
to an optical wavelength) scattering particles with scattering characteristics
which can be described by Fraunhofer diffraction or Lorenz-Mie scattering
theory. The light scattered by these particles is assumed to be observed

with a scattered light collection lens centered on the bisector between the
beam in the forward direction. Class II particles are "large" (diameters much
greater than a wavelength) refracting or reflecting particles with scattering
characteristics which can be described using geometric optics. Light
scattered from these particles is observed at some angle off the bisector
between the beams with the scattered light collection lens centered in a plane
perpendicular to the plane of the beams. The following discussion presents
two simple models for understanding the signal generated by the two classes

of particles.

”

1,2 Class I Particles

When a particle (assumed spherical) much less than § in diameter crosses
the fringe pattern, it can be assumed to be uniformly illuminated across its
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diameter at all points along its path through the fringe pattern. The
light which is scattered by the particle is proportional to the observable
flux illuminating it. Thus, measurement of the time period, T, of the

scattered light is related to the velocity, v, of the particle through the
relationship

v =6/t s (2)

As the size of the scattering particle increases relative to §, the
illumination of the particle is no longer uniform and must be averaged

over the cross—sectional area of the particle. The non-uniform illumination
of the particle results in a reduction of the contrast or visibility of the
scattered light signal. Let I;, 4 be the maximum value in intensity in a
period of the scattered light from a particle and Ipjp the next successive
minimum. The visibility, V, can then be defined as

= I B
max min
Vg7 . . (3)
max min

It is straightforward to show that V is fully equivalent to the ratio of

AC amplitude divided by the DC amplitude of the scattered light signal.

The high frequency '"Doppler" portion of the signal is defined as the "AC".
It usually has many cycles of information relative to that of the DC
component (the DC component refers to the Gaussian shaped low frequency term
describing the signal). Analytically, the visibility may be written as

f Iocos (21ry/<3)dAp

v =-B (4)

where Ap is the cross-sectional area of the particle, I, is intensity distri-
bution across one of the illuminating beams, and y is the coordinate normal
to the fringe planes. When I, is a Gaussian function (TEMyoq* laser beam -
the subscripts indicate the order of the Hermite polynomial used to describe
the oscillation mode of the laser cavity), it can be shown that Equation 4

is an accurate approximation over a depth of field, £, given by

2

0.8 bo/oc (5)

where b, is the radius of the e—z intensity point in the illumination beam.
For depths of field greater than £, the signal visibility is a function of
particle size and position in the illumination. In order to simplify Equation
4 for Gaussian beams and still maintain accuracy, it is required that the
particle diameter, D, satisfy the relationship

D < 0.2b (6)



and for § to satisfy
§ < 0.2b . (7
Under these conditions, V for a sphere can be written as
V = 23, (mD/§)/(nD/8) (8)

where J) is a Bessel function of the first kind. For a cylinder, V can be
written as

V= sin(nL/S)/(nLc/S) - ‘ (9)

where L, is the length of a cylinder of diameter D << §, Equations 8 and 9
are plotted in figure 2 to illustrate the salient features of the visibility
in particle size measurement.

Figure 2shows that for spherical particles, the visibility function is
not monotonic for sizes greater than about 1.05 8. This value fixes the
upper limit of the PSI size range. The lower limit results from the acceptable
error in the particle size measurements. Since particle size is a non-linear
function of visibility, a 1% uncertainty in visibility gives a 1% uncertainty
in D when D/§ is about I, but + 30%Z when D/§ is about 0.1. Acceptable sizing
uncertainty and signal processor accuracy thus 1limit the low end of the PSI
size range to about 0.05 D/S§. Hence, the PSI can cover about 20:1 size range
for a given §, Figure 3shows the uncertainty in particle diameter as a
function of D/§ for fixed uncertainty values of V,

1.3 Class II Particles

These particles may be imagined to be small spherical lenses or mirrors.
As the particle enters the fringe pattern, it causes the incident beams to
focus to two point sources immediately in front of the particle. The separation
of the point sources is a function of the particle size and index of refraction.
The light from the two point sources generates a set of interference fringes
which follow hyperbolic contours in the plane of the observation lens. By
keeping the observation lens in the plane perpendicular to the plane of the
beams and intersecting the bisector, these fringes will be nearly constant
across the lens aperture. The observed signal visibility will thus be a
function of the separation of the point sources and the aperture used to detect
the refracted or reflected light from the particle. Analysis shows (see
Appendix I) that the resulting visibility may be written as

) 2J1(nnlse)

vV = —_?ﬁ373————— (10)
e

where §, is the "effective" fringe period of the system., For example, for
scatter in the near forward direction

10
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'—
6, = 4FS [1+% tanZB] Earl (11)

where F is the F number subtended by the scattered light receiver, B is
the observation angle, and m'is the index of refraction. Thus, the same
visibility function as for Class I particles still applies. However, the
fringe period is scaled as shown in Equation 11. Equation 11 shows that
the size range which can be covered for a given fringe period and particle
index of refraction can be adjusted through adjustment of the scattered
light collector F number. -

2.0 FUEL SPRAY CHARACTERISTICS EXPECTED TO AFFECT PSI PERFORMANCE

The purpose of this section is to develop simple parametric equations
which can be used to illustrate the expected performance of a PSI system
under possible operational conditions. The parameters associated with a fuel
spray which may be expected to have a significant impact on PSI performance
are:

-
« Droplet number density
Droplet size range
Droplet size distribution
Droplet index of refraction
. Material density of the fuel.

N WN -
L ]

These factors are discussed separately in the following subsections.

2.1 Droplet Number Density

Consider figure 4 which shows the geometry used to estimate droplet
number density as a function of position in the spray. Assume the spray
has a divergence angle given by 8, The mass flow rate, M, crossing a plane
in the spray is given by

= [ N
M=pHN (12)

where p, = material density of fuel, pj = third moment of size distributions,
and N = number of particles per second crossing the plane. The droplet number
density Py can be written as

N

Py = ¥ a At (13
~Z S

where ag = cross-sectional area of the spray. {, = spray droplet velocity
normal to ag. At = observation time during which py is detected, and N =
number of particles crossing a, during At. If py is constant during At
then N = N/At. For some axial position, Z, in the spray ag is given by

13
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Fig. 4, Assumed spray nozzle geometry,
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gh = 122 tan26 ‘ (14)

where 6 is spray cone half angle. Using Equations 12 and 14 in Equation 13
yields

Py = i 3 (15)
N g2 2. 2
3 pou3VzZ tan“ 6

Equation 15 shows that py can be expected to vary inversely as Zz. This
implies that as Z decreases, py will eventually reach a point where the PSI
cannot function. The factors affecting this limitation will be discussed

in detail in a later section. It should be clearly understood that Equation
15 is an approximate relationship which assumes that the droplets have all
assumed the same V, value. 1In general, this will not be the case. A velocity
distribution will exist which depends on the droplets angular trajectory and
variations in background air and nozzle pressure during the sample interval.

2,2 Droplet Size Range

A PSI can accommodate ‘a size range of approximately 10-20:1 for any one
optical setting. If the nozzle produces particles over a size range greater
than this then it is necessary to recognize and correct Ior the fact that a
number of overlapping size ranges may be necessary to properly describe the
size distribution.

2.3 Droplet Size Distribution

The shape of the droplet size distribution can directly affect the
operating characteristics of the PSI system. To illustrate these effects,
consider the following possible size distributions.

1. Monodisperse size distribution
2., Single mode log-normal size distribution
3. Bimodal log-normal size distribution.

It is assumed for simplicity that the range of the log-normal distributions
is 0 to ., These distributions are chosen for simplicity and because they
are known to characterize many droplet and particle processes. Before
proceeding, it will be convenient to define the moments of the distributions.
The kth sample moment, jy, of a droplet distribution expressed as a size
histogram is defined by

s k

I £.Dy (16)
t i=1

=

Hy

2

where N_ is the total number of measurements for the histograms and it is
assuned that there are n size increments with fi measurements in the ith size

15



interval. Dy is assumed to be the largest diameter in the ith increment.
Note that

n
N, = E fi . a7
Log-normal distributions are characterized by two parameters: 1) geometric

mean diameter, D_, and 2) the geometric standard deviation Ug. Dg and Og
are defined accofding to

L 0
D =exp{ = I f£.1nD,} . : (18)
g Nt 1=1 i i
n
- 1 2
o =exp{= I £,In°(,/D)} . (19)
g Nt i=1 i i'"g

A log-normal probability density distribution may be written as

| / rin@/m )7\
P(D) = — exp| - [—-—i—] 5 (20)
N/ Ing, V2 Ino,

The first four moments of the distribution may be written as1

1 2
My o= Dg exp(i 1n Ug) (21)
M, =D 2 exp(2 1n20 ) (22)
2 g g
Y, =D 3 exp(4.5 1n20 ) (23)
3 g g
n, = Dg4 exp (8 1n20g) . (24)

The first four moments are used to express various mean diameters which have
appeared in the literature and have been used to characterize nozzles. For
example, the volume to area diameter often called the "Sauter" mean diameter,
DS, may be expressed as

D = u3/u2 (25)

2
D, i Dg exp(2.5 1ln cg) (26)

16



The volumetric mean diameter Dv is defined as

D, = g ‘ (27)

_ . 2
D, = Dg exp(l.5 In Og) " (28)

Also found is the mass mean diameter Dmm given by

Do = My/H4 | (29)

N 2
De. = Dg exp(3.5 1n Gg) 2 (30)

It is often found that bimodal distributions exist in smokes and in
some sprays. In this case, the total distribution may be viewed as the sum
of two weighted distributions. One distribution contributes a fraction fN
to the total number of particles while a second contributes (1-f)N. If such
a distribution is considered to be the sum of two log~normal distributions,
then the resulting probability density will be of the form

2

2
iffgiggll >-+-——Lk:£l—— exp <- Effgig&%i > (3D

P(D) =‘\/-__f__. exp< =
2m angI 2 angl Vam an'gz 2 an'gz

where Dgi’ Ogi i=1, 2 indicates the geometric mean and standard deviation for
distributions 1 and 2. Now consider how the special cases of interest affect
the expected number density.

2.3.1 Monodisperse Size Distribution of Diameter D

In this case, Ug = D3. Equation 15 becomes

py(0) = —5—— (32)
p D3V Zztanze
0 ~z

oA

where pN(O) is the number density for a monodisperse size distribution. The
following parameters are typically found in a fuel spray nozzle.

D = 50 ym
Vi, & 1524 cm/sec.
6 = 70°

M = 667 1b/hour
M=

84.11 gm/sec.

17



Assume P, = 0.9 gm/cc, then equation 32 yields

4
pN(O) = -l-*-----i—l--g'--cc_1 (33)

Z

2.3.2 Single Mode Log-Normal Size Distribution
In this case, Equation 15 when used with Equation 23 yields

—4.51n20
Y g

o) = —5= (34)

p D 3V Zztanze

NE

where py(l) is understood to mean the number density resulting from a single
mode log-normal size distribution., If D, is taken to be 50 pm and the parameters
used to compute py(0) are used in Equation 34, then

2

. g _
py (1) = et 10 ez et (35)

Z

Equation 35 shows the result that as Og increases, the number density decreases.,
This should be expected since o, increasing corresponds to a broader distri-
bution containing increased num%ers of large particles carrying significant
fractions of the total mass,

2.3.3 Bimodal Log~Normal Distribution

For this illustration, it will be assumed that the following parameters
apply to the distribution function described by Equation 31:

Dyy = 10 um (36)
Dg2 = 100 um an
Oy = 1.64 (lng,) = 0.5) (38)
Oy = 1.105 (1nog2 = 0.1) . (39)

To examine a case that might cause particular difficulty with a PSI, consider
the situation where the largest numbers of particles are in the small size mode
but the greatest portion of the mass is in the large size mode. The parameters
in Equation 31 have been chosen such that numerically 927% of the total number
of particles in the distribution reside in the small mode., However, this mode
contributes only about 27 of the total mass. Let f represent the numeric
fraction.of particles in the first size distribution. Using Equation 13 and

32 and the parameters in Equations 36-39, there results for the third moment

18



of the bimodal size distribution

. 2 2
4.51n"0 4.51n“c
= 3 gl | 3 gz
Hy ngl e + f)DgZ e (40)
by = 0.92(10)3 #3025 4 g gg(102)3 o4-5(0-01) ad
dy = 8.39 + 10% ym® 42)

Using Equation 42 along with the parameters used in section 2.3.1 (Equation 32)
yields for the number density

"
.6« 10
Py = 2 (44)

where li3 has been substituted for D3, Equation 44 shows that roughly a 50%
increase in py results from the parameters chosen for the bimodal distribution
even though the volumetric mean diameter is nearly the same as that for the
monodisperse case. Figure 5 plots the numeric distribution for the parameters
assumed to obtain equation 44, As the figure shows, the PSI would need to
count large numbers of particles very accurately if accurate Py and hence

mass concentrations are to be obtained,

2.4 Droplet Index of Refraction

There are two observation modes which have been found to be useful with
the PSI. These are called the "on axis" (for Class I particles) and "off axis"
(for Class II particles) viewing modes. The "on axis" viewing mode requires
that the scattered light collection system be centered on the bisector between
the beams forming the PSI sample volume. (A discussion of the theoretical
interpretation and operating principles of the PSI in this mode is given in
reference 5.) Figure 6 illustrates this viewing mode. 1In this configuration,
it has been found that the PSI size parameter is independent of the droplet
index of refraction when the particle absorbs a small fraction of the incident
light. 1In this case, the visibility function is monotonic when the particle
diameter is less than about 1 fringe period, 6, in diameter. Hence, the PSI
measurement is independent of index of refraction and covers a size range
between roughly 0.05-1.0 § when used in the axis viewing mode.

In the off axis viewing mode shown in figure 7, the PSI signal is
obtained by collecting the scattered light at some angle off the bisector
between the beams. Appendix I discusses how index of refraction affects
the PSI signal and presents a simple model for understanding why this is so.
In the off axis viewing mode, the particle size range is shifted. A 10-1

19
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or 20-1 size range is still covered but the location of the size range will
depend on the droplet index of refraction and the F number of the scattered
light collector. When droplets are opaque the discussion in reference 5 applies.

2.5 Material Density of the Fuel

The PSI produces sufficient information to compute the time average
mass concentration <C> or mass flow rate M at a particular point in the
spray. <C> can be written as

5T |
€ =W Rlgh™ (43)

where <p3py> is the time averaged value of the third moment and number density
of the size distribution. pg is the material density of the fuel. Equation
45 shows that if absolute values of <C> are computed, then p, must be known.
Equation 15 also shows that if M is computed from PSI data that Po is a
fundamental parameter which must be known.

3.0 PSI DESIGN LIMITATIONS IMPOSED BY FUEL SPRAY REQUIREMENTS

Section 2.0 discussed the spray characteristics which will affect the
performance and accuracy of a PSI. In this section, the results of section
2.0 are supplied to the response parameters which define the operational
characteristics of the PSI.

3.1 Number Density Limitations

3.1.1 Data Acquisition Limitations

Determination of number density with any optical instrument is difficult
and subject to numerous errors. This is especially true for a PSI. In
estimating number density with a PSI, at least two different approaches have
been developed. The first approach is to attempt to make the sample volume
so small that virtually no signals are ever seen from more than one particle.
Then counts of individual particles can be correlated with the total volume
of fluid sampled. This approach can only be valid when particle number density
is so low that the average number of particles in the sample volume is much
less than 1. In sprays where the number density may fluctuate, erroneous
counts may result from the presence of more than one particle in the sample
volume. The second approach recognizes this fact and attempts to make use
of the multiple particle detection capability of the PSI and statistical
models to estimate particle number density. Appendix II presents a discussion
of the model employed in the second approach for estimating number density.
This is the method used by UTSI to estimate number density and it has been
found to yield surprisingly good results. The PSI parameter used to estimate
number density is called the acceptance ratio A. A is the ratio of the number



of single particle signals (with aperiodicity less than 50%) detected to

the total number of signals detected. Appendix II shows that A can be
written as )

_pN1/3Ax2 "9N1/3Ay2 _pN1/3Azz 1/2
A=1 - [(l-exp T) (l-exp ——TT_G_——-) (1-exp =) (46)

where § is the fringe period of the system and Ax, Ay, Az are the rectangular
spatial measures of the PSI sample volume. For purpose of illustration, we
will consider two extremes in the optical viewing geometry. These two cases
are illustrated in figure 8. 1In the first case, we consider an on axis
viewing geometry in which Ax = Ay and AxAy is the sample volume cross—section
normal to the bisector between the beams. 1In this geometry Az >> Ax, Ay.
Equation 46 then becomes

o
A= exp(———ng——“) s 47)

If it 1s assumed that the particles generate a certain number of cycles
in the signal, NL, before they are measured, then Ax can be written as

Ax = NL6 . (48)
Using Equation 48 in Equation 47 yields
1 2
o /3 2
A= exp(————qr———‘—) g (49)

In the second case, it is assumed that the scattered light receiver is
positioned 90° off the bisector between the beams. This case would correspond
to roughly the smallest possible sample volume. In this case, Ax = Ay = Az
and use of Equation 48 reduces equation 46 to

W3 2

PN L _yy3/2 (50)

A=l = (1 - exp( =

Equations 49 and 50 indicate the extremes in A that could be obtained for
two possible viewing geometries. As Appendix Il points out, A can be
increased by using slit apertures to reduce Ax. In this way, increased
number density response can be obtained. To illustrate the PSI operating
characteristics indicated by Equations 49 and 50, assume N, = 10 and

§ = 30 um, (NL = 10 has been found to yield reasonable results in previous
applications and § = 30 pm will yield a size range of 1.5 - 30 um for on
axis viewing and a 15-300 pm size range for the case of 90° off axis observa-
tion and an F/3.5 receiver. See Table I in Appendix 1I.) Figure 9 plots A
for the two cases of interest. The figure shows, for example, that when

Py = 105, that the PSI will measure between 1 and 2% of the total number of

24
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Example of acceptance ratio as a function of
number density for on axis and off axis viewing
geometry, Z values correspond to Z positions
(cm) in a 50 um diameter monodisperse spray with
mass flow of 667 lbs/hr, (84.11 gm/sec).
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particles detected and that 90° off axis observation does not give that
much better response for py than the on axis geometry. Also plotted in
figure 9 are the corresponding Z positions in the model spray described
for a monodisperse size distribution. (Note, however, that in case 2
spatial resolution will be significantly better than for case 1l.)

Past experience has shown that when A reaches a value of 0.1 that
data acquisition with the PSI 1s too slow to obtain a statistically
significant data set in a reasonable length of time. If A = 0.l is
chosen as the limiting criteria for data acquisition, then equations
49 and 50 can be solved to specify the required N;, and § values to obtain
a reasonable optical geometry for an estimated limiting number density.
Solving Equations 49 and 50 for these cases yields

2
0 = 3.78 + 10~ e (51)
N 6.3
N, §
max L
6.04 » 10>
o} = e case 2 (52)
N 6.3
N. &
max L

Suppose the spray produced o values up to 106 particles cc-l. Ni, = 10
is approximately as small as desirable for successful operation of the PSI.
Equation 51 in that case ylelds a § value of 7.23 um for the on axis case
while Equation 52 shows that the smallesg acceptable fringe period in case 2
is 8.45 pym. This means that for py = 10 cc'l, the size range achievable
for the on axis case is about 0.36 to 7.23 pum. In the 90° off axis case,
Table I in Appendix I shows that an F/12.6 scattered light receiver would
yileld a size range of approximately 30-300 um for a py value of 106 cc-1,
While these calculations seem to indicate that the PSI would function for
number densities of the order of 106 cc-1 over the required size range for a
90° off axis viewing geometry, the reader should be cautioned that UTSI has
not attempted such measurements (90° off axis) on number densities this high
and cannot be certain that such measurements are possible. However, measure-
ments have been obtained for hygroscopic smokes with reasonable success in
the on axis case with fringe periods similar to those calculated for case 1.
These results are described in Appendix III. Table III.l1 summarizes the
results of these computations.

3.1.2 Optical Transmission Limitations

Optical transmission is a fundamental limitation imposed by particle
number density of PSI operation. In this area, the spray density and droplet
scattering cross-section must be sufficiently small that adequate beam
transmission can be obtained through the spray. During the work reported
in Appendix III, it was found (but not reported) that when the optical
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transmittance fell below about 0.8, the PSI data rate fell to an
unusably low value. Thus, in this section, PSI operational limitations
are examined in light of this transmittance limit. The Beer—Bousgher
transmission law may be written as

T = exp(—EbNL) (53)

where 0 is the mean extinction cross-section and L is the transmission
path length. For a polydispersion, O can be written as

3=[Qﬂm¥%
o] .

where Qg is the extinction efficiency and dpy/py is the numeric size
distribution. The extinction efficiency is defined as 40/mD2 where o is
the extinction cross-section.2 When D >> A (the optical wavelength) Qp = 2
independent of D.2 This is assumed to be the case for fuel spray. Then
Equation 54 reduces to

dp,, (D)
_N"° (54)
Py

gL

where Qg = 2 has been substituted into Equation 54 and Uo is understood to
represent the second moment of the size distribution.

7
_ 1.42 ¢ 10 ! (56)

p
N U L
) max. tran. 2

; : . K : . 2
where Hoyp is the second moment of the size distribution expressed in um
and L is in cm.

For the monodisperse size distribution described by Equation 33,
Equation 56 reduces to

3
5.68 * 10 -1
pN(O) === cc (57)

max,. tran.

Comparison of Equations 33 and 57 shows that two competing effects exist
to limit the PSI operation — either the number density may be too high
to obtain a useable data rate or the transmission path through the spray
may be too long even at reduced number densities. An estimate of the
maximum value of Z in the monodisperse spray can be obtained by letting
L = 2Ztan® and equating Equations 33 and 57. The result it

Z(0) = 38.7 cm (58)
max
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For the single mode log-normal distribution with Dg = 50 um, Equations

22 and 56 show that pN(l?max.tran. is given by

2

3 -2 In“o
_ 5.68 *« 10 g
oN(l)) - 2682 10 (59)

max,tran.
Using Equations 33, 35, 57, and 59, Zmax(l) thus can be written as

2

P, (0) 2 In“o
N _Z(1) g8
oy (D) " 2(0) © R
max,. trans, -
~-2.5 1n20g
z (1) =2 (0)e (60b)

Hence, for the single mode log-normal distribution the transmission path
decreases because the particle number density increases. For example, if
Ino, = 0.5, then Z_ .. (1) is about 50% of Zp,x(0). For the bimodal distri-
bution specified by Equations 36-39 and a small particle fraction of 92%,
the second moment is computed to be

_ 1 2 2
u2um = 9,68 « 107um (61)
pN) as expressed in Equation 56 thus becomes for the bimodal distri-
max. tran.
bution:
4
_1.46 - 10
max.tran.
Using Equation 44 with Equation 62 yields
Z .. (2) = 22.6 cm (63)

These examples clearly show that the size distribution characteristics of the
spray can significantly affect the operational performance of the PSI. As

a result, specification of number density operating characteristics for the
PSI must be dependent on the spray to be measured.

3.2 Velocity Limitations
The:PSI signal processing system imposes velocity limits which depend

on fringe period used in the optical system, The minimum velocity measurable
by the PSI can be derived from the equation
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Yz min = GVDmin (64)

where VDmin 1S the minimum Doppler frequency acceptable by the data
acquisition system. UTSI has supplied an optical system which produces
a2 minimum fringe period of 6 um. Vppin for the PSI signal processing
electronics is limited by the high pass filter and is 30 KHz. Hence,

Vs e B 0.18 m/sec. (65)

The maximum Doppler frequency obtainable with the signal processing

electronics is approximately 3.5 MHz and is limited by acceptable signal

distortions introduced by the full wave rectifier as the signal frequency

increases. This leads to a maximum measurable velocity V for the small
. . ~2Z max

particle size range (6 = 6 um) of

= 21 m/sec. _ (66)

\'
~2Z max
The largest fringe period for the PSI system is 100 um. In this case,

the maximum and minimum velocities correspond to

= 3 m/sec. - (67)

Yz min

. o 350 m/sec. (68)
However, as figure 9 shows, the maximum number density will correspond to
approximately 10% cc~l for an intermediate fringe period of 30 um. For a

100 ym fringe period the maximum number density will correspond to about

370 cc~l as estimated using Equation 51. Table III.l summarizes the velocity
limitations. It should be noted that if only velocity and number density

are to be measured then the maximum measurable Doppler frequency is about

35 MHz (upper frequency response of the Doppler processor) leading to maximum
velocities of 210 m/sec (§ = 6 ym) and 3500 m/sec (& = 100 um).

3.3 Particle Size Range Limitations

It has already been indicated in previous sections that the particle
size range is a function of viewing geometry and fringe period. Appendix
I and reference 5 detail how these factors directly affect the size range.
The ultimate limitations of the size range depend on two factors:
acceptable error for the small size measurements and the monotonic limit
in the visibility when the particle sizes become larger than a fringe
period (or equivalent fringe period). In the latter case, the error in
diameter will be of the same order as that for the visibility. On the
other hand, when the diameter to fringe period ratio is about 0.1, the
uncertainty in diameter is about 30 times that of the visibility (see
figure 3). As a result, a 10:1 size range is achievable with these devices
for a 307 uncertainty in the smallest sizes and 20:1 (as extrapolated from
figure 3) when errors greater than about 60% are acceptable.
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4,0 CALIBRATION STANDARDS AND METHODS

Calibration of the PSI system falls into two categories:
1) optical, and 2) electronics. The electronics system calibration
is dependent on a straightforward operational procedure which is
detailed in the PSI Electronics Operations Manual.3 The optical
system calibration procedures are discussed here.

4.1 Optical Calibration Procedures

Three different calibration procedures should be performed on
the optical system. These are:

1, Fringe period calibration
2. Checks of visibility as a function of particle size
3. Depth of field and probe volume diameter calibration.

The following sections describe how these calibrations have been
performed in past tests and the results of such calibrations are
described.

4.2 Fringe Period Calibration

The electronics measure the Doppler time period, T, or Doppler
frequency 1/T, Vp, and the deviations in frequency for a set of measure-
ments. Equation 2 shows that the fringe period § can be written as

§ =1V s (69)

Hence, for a known velocity and measured T, 8 can be computed. The known
velocity is typically generated by a synchronous motor which spins a

small wire mounted on a wheel attached to the motor shaft. The radius, r,
from the center of the shaft to the center position of the wire is measured
with a micrometer calipers to the nearest 0.001"., A typical value of r

is 2,125 + 0.001". Commercial power is regulated to a frequency of 60 Hz
with precision and accuracy typically better than 0.1%Z. By placing the
wheel such that its tangent is perpendicular to the fringe planes the wire
velocity can be computed from

V = 21r60 cm/sec. (70)

where r is expressed in cm. By using the PSI system to measure T, § can be
computed from

§ = 120 TrT cm (71)
where T is expressed in seconds. 0.5% uncertainty or better in the

calibrated 8§ values can be achieved using this method to determine the fringe
period.
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4,3 Visibility as a Function of Particle Size

To obtain this calibration, UTSI normally uses a vibrating orifice
monodisperse generator to produce a stream of droplets with sizes in the
range of 60 to 100 micrometers or greater. The droplet diameter can be
computed with less than 5% uncertainty from the fluid flow rate and
orifice vibration frequency. To further reduce this uncertainty, a
microscope and strobe light system is used to photograph the droplets at
the same time they were measured with the PSI., Because the droplets are
typically separated by 4-5 diameters, multiple particles may be present
in the probe volume from the initial output stream. This is overcome by
using a droplet charging and deflection system. By charging, say, every
64th drop and passing the drop stream through a high static electric
field (typically 2000 volts/cm) the charged drops can be directed through
the sample volume while the main stream follows a different trajectory.
Figure 10 shows photographs taken with the microscope system of the
droplet stream., The estimated particle diameter from flow rate-frequency
" calculation and the visual diameter are compared under each. Figure 11
shows the particle deflection system and experimental arrangement.

4.4 Probe Volume Calibration

In this section, the pertinent parameters required for probe volume
calibration are described. The value of the probe volume is required if
particle number density estimates or volume normalized size distributions
are to be obtained. Two possible probe volumes should be considered.
These will be referred to as the "High Density Probe Volume" (HIRO) and
the "Low Density Probe Volume' (LORO). The HIRO volume corresponds to
the volume defined by the localized region where the beams cross. It is a
function of the incident beam intensities, optical viewing system and
particle scattering cross—-section, and signal processing logic. Table
IV  shows the basic geometry of some possible HIRO probe volumes commonly
encountered in PSI application and the formulas used to compute these
volumes. The LORO probe volume is the cylindrical volume defined by the
cross—-sectional area of the HIRO volume normal to the mean flow direction
and a height, h, defined by the mean velocity and the total sample time,
i.e. h = y,t. Table IV.l illustrates the LORO probe volumes and the
appropriate formulas for computing the volumes associated with a particular
viewing geometry. The calibration factor common to both volumes is the
maximum number of signal cycles, N,, detectable by the system. Once
this value is known, then the HIRO volume can be directly estimated., In
the LORO case, the length of the sample volume for a given maximum width
can be a calibration factor. Table IV,.2 illustrates depth of field calibra-
tion results using the arrangement shown in figure 1ll. The droplet stream
was positioned down the probe volume axis until no more signals were read
by the processor. The tabulated parameter was then changed and the
measurement repeated. The calculated values with respect to the measured
values were within + 1 cycle of that predicted using the formulas used to
compute ‘the probe volumes, The choice of a particular probe volume is
somewhat arbitrary. However, a reasonable "rule of thumb" is to use the
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MONODISPERSE CALCULATED DIAMETER= 59 ym

MONODISPERSE CALCULATED DIAMETER = O8 um VISUAL MICROSCOPTC DIAMETER= &4 4m

VISUAL MICROSCOPIC DIAMETER = 74 ym

MONODISPERSE CALCULATED DIAMETER= 60/.(m MONODISPERSE CALCULATED DIAMETER= 64/““
VISUAL MICROSCOP1C DIAMETER= 57#m VISUAL MICROSCOPIC DIAMETER = 72/““

Figure 10. Examples of microphotographs of the droplet stream from the
vibrating orifice monodisperse generator.
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. FIGURE 11l. MONODISPERSE GENERATOR WITH SYNCHRONIZED
PARTICLE SEPARATION AND STROBOSCOPIC
MICROSCOPE OBSERVATION.
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HIRO volume when signal separation is much less than signal duration
and LORO when signal separation is much greater than signal duration.

4.5 Histogram Weighting Factors

A fundamental use of the probe volume calibration is for the
estimation of a volume normalized particle size distribution. This is
necessary to account for the fact that the size of the probe volume
depends on particle scattering cross-section (all other parameters
being constant) and the variation in fringe contrast throughout the
probe volume. : ’

This concept is straightforward if one imagines a large box containing
a broad range of particle sizes, 1f a scattered light detector with limited
sensitivity such as the eye or a lens-phototube arrangement is used at a
fixed position to observe the particles, the smaller particles will be
detectable over a smaller distance away from the detector than the larger
particles. Hence, if a particle size distribution were determined by the
detector the smaller particles would be counted in a smaller volume than
the larger particles —- the number of small particles would in effect be
undersampled by the ratio of volumes in which the particles could be detected.
Multiplying the small particle count by this ratio would thus weight the
count to correspond to the same volume as the larger particles. It should
also be borne in mind that the probe volumes described thus far have been
somewhat arbitrary (in the sense that the threshold level of the detector
was not specified) for purposes of modeling the function of the instrument.

4.5.1 Fringe Contrast Weighting Factors

The fringe contrast weighting factors account for the possibility
that the measured signal visibility may be lower than that predicted
on the basis of its particle size relative to a fringe period. This
reduction arises because of the incident fringe contrast reduction away
from the geometric center of the probe volume (the interfering beams
no longer have equal amplitudes). Table IV.3 lists these weighting
factors as a function of D/8, and the length of the probe volume,
m, relative to the e™“ length, 2b,/a, where a is the angle between
the beams. When the length of the sample volume is determined, then
these weighting factors should be used for correction up to that length
only. For example, suppose the maximum Z axis trajectory which could be
observed was 0.2 times the e~2 length. Then no weighting factors would
be needed since Table IV.3 shows all weighting factors for all observable
trajectories 0 < m < 0.2 are 1, i.e. the histogram bins containing sizes
corresponding to low visibilities would be known not to contain particle
counts resulting from small particles with low visibilities due to a 2
axis trajectory corresponding to m=1. This case would occur for 90°
viewing., On the other hand, if all Z trajectories could be detected
and measured then the bins corresponding to low visibilities would be
multiplied by the appropriate weighting factor to reduce an incorrect
number of counts resulting from point particles passing near m=1l
values,
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4,5.2 Particle Size Weighting Factors

These weighting factors can be extremely complicated to compute.
Experience has shown that reasonable results are obtained using the
following approximate results.

4,5.2.1 On Axis Measurements

In this case, the weighting factors are computed for HIRO and LORO
conditions using:

2
i

It

. 2
HIRO: Wy = WG D_“/GD (72)

. Y

LORO: Wi waoliDo/Gi Di (73)
where Wi is the weighting factor for the ith histogram bin, Dj is the
largest particle in the ith histogram increment, D, is the largest particle
in the "largest resolvable size" histogram bin, and G,, Gi are the
scattering gain function for the D, , D; th particle size and W¢ is the
fringe contrast weighting factor. These functions may be computed from

the equation

2 1 :2 T 2 [ 2
G, =3 @) -3 2@ + 3 °@") - 3,°@") (74)

B' = TrDi/)\F (75)

where Jos J, are zeroth and first order Bessel functions of the first kind.
€ is the fraction of the collection aperture radius obscured by a circular
beam stop and F is the receiver F number. Reference 4 provides additional
discussion and insight into the computation of the weighting factors and
detailed tabulation of Gi for the PSI system were provided upon system
delivery.

4.5.2.2 Off Axis Measurements

The computations in this case (both for Class I and Class II particles)
are generally more complicated. In this case, both simple models and a
sophisticated Mie scatter program developed at UTSI for this purpose should
be used as deemed necessary from calibration measurements with the mono-
disperse generator. A discussion of some aspects of this program are
described in Appendix IV. In the special case of droplets greater than
about 10 micrometers in diameter and observation angles less than 30°,
Gj = G, for all viewing angles and F numbers. Equations 72 and 73 apply
with Go/Gi = 1, Reference 4 provides a general discussion of the theory
behind the development of the probe volume as a function of particle size
and the resulting weighting factors.
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4,6 Glass Bead Calibration

Glass beads offer a convenient means for in house calibration
tests. Such particles should be understood to be poor measures of
system performance because of non-spheristy and inhomogenities.
However, these particles can be used as an indication of proper system
performance, UTSI uses such calibration beads in 4 size ranges
(ranging from roughly 60 um to several hundred microns) and a device
to disperse the beads through the sample volume similar to that shown
in figure 12, These may be purchased from Duke Standards Inc. or the
Cataphote Corporation. (See the list of references for appropriate
addresses.)

5.0 DATA SOFTWARE PROGRAMS

Normally the data reduction programs used in the UTSI PSI are
recorded on floppy disks and are used to manipulate data recorded in
memory. Since program requirements tend to vary with applications,
the development of a specialized program for BRL is offered as an
option. A program commonly used by UTSI is included in order to
illustrate system capability. It uses a 21 bin size histogram and
computes numeric and mass probability density functions. It is
possible (and has been used in previous research) for forming histograms
of up to 100 bins or to distribute the bins logarithmically in size.

5.1 Current UTSI Data Reduction Program

In this section, examples of current UTSI PSI software programs
and their interpretation are presented. Section 5.3 provides data
examples from a program used in a number of obscurant tests. Section
5.3 also shows the results from a program which totals or summarizes
data from a number of individual data files.

5.1.1 Interpreting PSI Data Printouts

The following is intended to instruct the reader in interpreting
data printouts from the Particle Sizing Interferometer. In examining
a data sheet, the reader will observe that the information is presented
in eight blocks with a space between each block. The first block of
information which begins "Long Fringe Count'" specifies the logic
parameters which were used to control the signal processor during data
acquisition, to specify the size of the sample which was recorded in
memory, and to indicate a run number which is also operator generated.
The second block contains three lines for operator generated messages
which pertain to experimental conditions or instrument parameters not
covered in the first block. The third block of data which begins '"Data
Read From Diskette File ..." contains the following information. The
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diskette file number identifies the location of the complete data set
recorded on the magnetic disk. The second line provides the mean particle
velocity in m/s, the standard deviation in m/s and the turbulence

intensity (velocity distribution standard deviation relative to the mean
velocity) in percent. The line containing "frequency'" gives the mean
Doppler frequency from which the mean velocity was computed. "Aperiodicity
Accepted" and "aperiodicity Failures" indicate the number of signals in

the total sample size which the control logic indicated was either that
resulting from a single particle (Aperiodicity Accepted) or those resulting
from two or more particles (Aperiodicity Failures). High pass failures
indicate the number of signals which had frequencies that were above the
high pass filter limit set in block one. Acquisition time is the time in
seconds required to obtain the sample size being analyzed. The next line
shows IRIG-B time at which the sample acquisition was initiated. The

next block indicates the number of measurements which passed tests imposed
on the signal in order that it be accepted for a size measurement. The
first two parameters indicate the number of particles which generated
signals that were beyond the resolution capability of the instrument
(either too small or too large). The "Pedestal Under Range'" shows the
number of signals which were detected but too small to measure. ''Ped

Amp Saturation" indicates the number of signals which produced scatter
magnitudes large enough to drive the system amplifiers into nonlinear
operation. '"Doppler Under Range'" shows the number of signals with Doppler
signal components too small for measurement. The next block of data is

a summary of the statistical parameters for the measured size distribution.
The "Mean Diameter" is the geometric mean diameter. "Sigma G" is the
geometric standard deviation and the resulting moments are computed using
the generally accepted equations from statistics. The sixth block computes
particle number density and aerosol mass concentration using the model
described in Appendix II. Inputs required are relative slit width Kappa,
and observed average N;. The material density is computed for orthophos-
phoric acid with relative humidities an input. The seventh block labeled
"Visibility Calibration Coefficient" contains the exponents and coefficients
for a least squares curve fit correction for input data which has been
degraded due to long transmission line losses. For cable lengths less than
50m between processor and interferometer, this correction has not been
found necessary. The eighth block is the computed histogram information
from the number of measurements indicated in the size accepted statement.
The "Bin" column identifies a particular particle size increment with a
bin number. The "Diameter" column lists the largest particle diameter
associated with a given bin. The "Probability" column lists the
accumulative probability as the bin number increases. "WTPOP" lists the
weighted population associated with the measurements. The weighted
population is the population which is computed to exist for a common volume
for the entire particle size range. It is computed in order to accommodate
the fact that the sampling volume of the PSI depends on particle size.
Hence, large particles may be observed over a larger volume than the
smaller particles. The "Weight" column indicates the normalization factors
used for each bin increment in order to normalize the measured population
to a common volume. The column listed "VIS" indicates the cut point in

the visibility function for a particle bin as computed from Equation 8.



The column listed "POP" is the actual measured particle population.

The page immediately following this data shows the probabllity density
distribution and is intended only to give the reader some idea of the
shape of the distribution. The amplitudes of the probability density
plot are relative. The largest amplitude 1s chosen to fit a convenient
scale on the paper. The first column indicates the largest particle
size for a given probability density amplitude. The second column
gives the accumulated probability density.
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5.2 DEFINITIONS OF COMPUTED VALUES *

ACCEPTANCE RATID  --- The number of signals accepted for
neasurenent with respect to the nuuber of signals detected which
satisfy the counting constraints required for euntry into the
Histogramn Counter.

ACQUISITION TIME --- The tiwne which elapsed during data
acquistion. Does not include data reduction time.

APERIQDICITY ACCEPTED --- The  nusber of velocity
neasurenents which passed the aperiodicity test.

APERIODICITY FAILURES --- The number of velocity readings
which fauiled the aperiodicity test.

ARITHMETIC HEAN --- The arithmetic mean of the particle
size distribution.

y B , where fi=weighted #/bin
== X f£.D Di=largest particle dianeter
N 11 . s
i=1 . in a bin,
N =total weighted bins

BIN --- The bin nunber in a size histogran.

COEFFICIENT --- A coefficient of the wvisibility versus
frequency calibration.

DIAN --- Particle diameter. The units are micron (i.e.,
nicrometers) if the fringe Feriod is in microns.

DOPP --- The measured mean Doppler component of the signél.

DOPPLER UNDER RANGE --- The number of measurenents for which
the Doppler conmponent of the signal was too small to weasure
accurately.

DR --- The integrator range (0,1,2,3) for the Doppler signal
channel, where Range 0 = Time constant of 1E-4,Range 1 = Tine
constant of 1E-5,Range 2 = Time constant of 1E-4,Range 3 = Tine

constant of 1E-3.

DIFF X --- Numeric frequency of occurance per unit size
inteval in percent.

46



EXP --- The exponent of frequency in a visibility versus
frequency calibration. .

FIRST MOMENT --- The first moment of the particle size
distribution.

where fi=weighted #/bin

u, = 1 ; £D Di=largest particle dianeter
1 N 1=1 i1 in a bin.
H=total weighted bins
FOURTH MOMENT --- The fourth monent of the particle size

distribution.

n vhere fi=weighted #/bin
T £.D Di=largest particle dianeter
= in & bin

N=total weighted bins

FREQUENCY --- Doppler signal frequency.

GANHA --- A dimensionless constant proportional to the
#dunber Density. It is a2 function of the average nusber of cycles
in 3 signzl and the fringe period.

GEOMETRIC MEAN =--- The Geomotric sean ié defined as:
n
1
D =-exp(z I f£,1lnD,
g N g=1 i i
HIGH FASS FAILURES --- The nunber of weasuresents whose

frequency was less than the high pass filter setting in the
paraneter list. .

KAPFA  --- An experimental constant which is the ratio of
the x dinension to the y dimension in the probe volune.

K NoMENT --- , - L
kK~ N

LCC --- The long clock count. An integer betueen 1 and
65535,

X MASS --- Mass frequency of occurance per unit size
inteval.
£p3 vhere fi=weighted H/bin
S N Di=largest particle
ZfiDi3 diameter in a3 bin
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NASS CONCENTRATION --- Aerosol wuass contained in a unit volumse of
aerosol.

MASS MHEAN --- Ratio of the Fourth to the Third Moment in
the particle size distribution,

MATERIAL DENSITY --- MNass per unit volume of a naterial.

HEAN VELOCITY --- The mean particle velocity.

NUMBER DENSITY --- MNunber of aerosol particles per unit
volune
o (Zﬂgéﬂﬁé)3 where NL=long count+precount+2
NLZs § =delta = fringe period
OVT --- The tiser over-range counter. This is & software

counter and 1is in error if the hardware timer overflowed wnore
than once between two successive data readings.

PEB --~ The neasured nean pedestal component of the signal.

PEDESTAL UNDER RANGE —— The number of readings for which
the pedestal voaponent of the signal was too small 1o weasure
accurately,

POP --- The population (i.e., the nusber of counits) in = bin
of the particle size histogran.

PR --- The integrator range (0,1,2,3) for the pedestal
signal channel. : '

PROBABILITY --- The cunulative probability corresponding
to the it® consecutive bin beginning from the smallest particle
size bin. .

RUN NUMBER --- The number used by the operator to identify
a data set.
SCC --- The short clock count.
SECOND MOMENT --- The second moment of the particle size
distribution, .
i = 2
U, =% L £.D
I =S

SIGNA --- The standard deviation of a meaurement (i.e., the
square root of the variance),
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SIGHA G --- The stundard deviation of the gJeometric mean of
the particle size distribution.

2 Y
filn (Di/Dg)

o, = exp { ( ) |

SIZE --- Particle diameter seasured in the units in which
the fringe period is expressed.

SIZE ACCEPTED --- The nuaber of seasurenents which passed
all tests applied to the size data.

THIRD HOMENT --- The +third msoment of the particle size
distribution. a
1 3
u, =< I f.D
3 N =1 i’i
TIME --- Time 1in seconds neasured from that time at which

the operator struck the space bar to take data.

TIHE AVERAGED MDMENTS AND HASS LONCENTRATION --- Tine
averages of <the ensemble ot the neasuremenis entered into the
conputations.

TIKE AVERAGED MASS CONCENTRATION ---

) ; mBAtB
=j 2
B z AtB
g=1
n
- L uPBAtB
TIHNE AVERAGED MOMENTS --- g=1

n
L At
g=1 B

4
Uhere\ﬁ:=K"nonent
m8=nass concentration/trial
At=acquisition time/trial

TOTALIZED HISTOGRAM --- Ensesble average of all histogranms
entered into computations.
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VEL --- Measured particle velocity.
VIS --- Heasured particle visibility.
VISIBILITY CALIBRATION CONSTANTS --- The coefficients and

corresponding expoments in @ visibility versus Trequency
calibration.

VOLUME/AREA MEAN --- Mean particle of the volune tn area
ratio. .
)
L)
VOLUMETRIC HEAN --- Mean particle volune.
3
. N \/u3
WEIGHT --- The weighting factor for a bin in the particle

size histogran.

VTPOP --- The weighted population (i.e., neasured population
tines the weighting factor) of @ bin in the particle size
histogram acquistion. Does not include data reduction tinme.

* NOTE: Some of these values are available on a total data
printout which is not present in the data example

gsummaries,
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5.3 PSI Data Examples
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T =1 GAS ODITAGNOSTICESE nDIviIiIsiIioan

LONG FRINGE COUNT 1%

SHORT FRINGE COUNT 9

PRECOLINT < ‘

CLOCK FREGUENGY 70.00 MHZ

HIGH FASS FILTER . 2000 MHZ

FRINGE FERICL &, 000

MAXIMUM AFPERICOICITY 1. 0000 7%

nC OFFSET 4,700 VOLTS

NC OFFZET 4,900 PED ADLIUST OFFSET  42.0
TIMER RATE 1000.0 HZ IRIG CLOCK ON
SYSTEM VOLTAGE GAIN 40,0 , HISTOGRAM NOT FPRIMTED
SAMPLE SI1ZE 2000

RUN NUMEER 1

PARTTIOCLE S1 ZING MODE
ALIGLIST 14, 1920 OATA FROM PSI $#2Z OGN FPAD
TRIAL #25  XM22D WP

SMOKE WEEK III EGLIN AFR

FMT=400 SLIT=100 LPF=2.0MHZ ICh=3.7

ODATA READ FROM DISKETTE FILE TRIALZS 1

MEAN VELQCITY= 2,472 SIGHMA= .4&70 = 17. A
FREGUENCY = .445% MHZ
APERICOICITY ACCERTED = 1220 = 44,0 %
AFERICDICITY FAILIIRES = 1680 = 54.0 A
HIGH FASS FAILURES = 0 = 0.00 A
ACGUISITINN TIMF = 95,14 .
HOWURZ = 21 MINUTES = 44 SECONDZ = b
SI1ZE ACCEFTED = 828 = 27.6 7
VISIBILITY TOO SHALLL = b = ,100 A
VISIRILITY TOO RIG = 4z = 1.43 7
FEDESTAL UNDER RANGE = 42% = 14.2 A
OOFPFLER UNDER RAMNGE = 67 = 2,23 YA
GEOMETRIC MEAN = 593 SIGMA G = 1,92
FIRST MOMENT = 1.09 SECOND MOMENT = 2,95
THIRD MOMENT = 10.4 FOURTH MOMENT = 42.0
ARITHMETIC MEAN = 1.0%
VOLUME/AREA MEAN = 3.4&0
VOLUMETRIC MEAN = 2,20
MASS MEAN = .3.95
GAMMA =  1.54 ACCEFTANCE RATICO = .440 KAFFA = 32340
MUMBER DENIITY (N/CCZ) = 1.222E+05 MATERIAL DEMNZITY = 1.4%5
MASS CONCENTRATION (GM/CURIC METER) =  ,9%1 WHEN NL = ig
ALFHA EXTINCTION = ,6113 SIGHMA BAR = 4,931 !
VISIBILITY CALIBRATION CONSTANTS
EXP = Q © COEFFICIENT = 2,77332E-01
EXP = 1 - COEFFICIENT = 2,.47220E-01
EXP = 2 COEFFICIENT =-5.79147E-01
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RLIN NUMBER=
L AUGUST 14, 1950
TRIAL

#25

SMOKE WEEK

FMT=£00
RIN DIAM
1 « 20
2 . &0
2 « SO
4 1.20
S 1.50
& 1.280
7 2.10
& 2.40
.« 2 2.70
10 32.00
11 2.20
12 3.0
1z 3. 90
14 4,20
15 4,50
14 4.80
17 5.10
18 S5.4Q
19 8.70
20 4&.00

= s
OCVDNIPADRN-Z

[arar s
[ S

13

s s b
N b

-
m

-
0

~

)
-0

b,

&30

DIAM
» 30
. 60
« 90

1.20
1.50
1.0
2.10
2.40
2.70Q
3. 00
3. 30
3. 40
3.90
4.20
4.30
4. &

5.10
S.40
5.70
&.00
6,30

1

DAT
XHzz2s WP
ITI EGLI

SZLIT=100

DIFF %
RS
S.872E-02
Z.02ZE-02
1.547E-02
1.775E-02
1.C-qE oz
a%7E-02
A.SO E-02

2. 4L5E-02
. 2XE-02
2.420E-02
2. L8YE-02
2. 204E-02
1.99YE-0Z2
1.047E-02
&L 16SE-03
4. LS4E-02
Z2.741E-03
1.850E-02
7.Z05E-04
2. 824E-04

7Z MASS FPROBARILITY

1. 637E-03
1.192E-0Z
1. 3932E-03
2. S42E-0Z2
5.620E-03
7.427E-02
1.4651E-02
Z.250E-02
4.5523E-02
2.451E-02
8.17ZE-02

. 118

- 154

. 132%
&, PL5E-02
LHLAOTE-Q2

5. 802E-02

AL OSLE-0Z

I Z1VE-O2
1.483E-02
b LL8E-03

A FRIOM PSI

N AFE
LFF=2

NUMEER

FPROBARILITY

&4
705
« 725
.741
7._, =
772
771
. 316
. 341
874

o

Y25
953
97
924
. 990
.94
.97
. 5
1,000
1. 000

MASS

1. 462YE-03
Z.821E-02
4. 222E-03
& 772E-O7
1.240E-02
1. ¥83E-02
2. 624E-02
Lo SR4E-02

. 114

. 199

« 231

« 379

« 353

)

. 724

. 24

« P06

. P44

¥V

SR

1.000

« OMHZ

#2 ON PAD

ZCh=2.7

DISTRIBUT ION

WTFOF

2. 002E4+02
182,
L£T. 0
48. 6

S5, 0
42.0
ga. &
77.3
74. 4
103=,
75.0
23.3
S6. 9
&2.0
2.4
1¢.1
14.4
a2,.50

= L)
\.'- P

26
.879

DISTRI

WTFOP

2.00Z2E+03
122,
62,0
43, A
55.0
42.0

53,8

77.5
76.4
10=.
75.0
82,8
26.%
L2.0
32.4
19.1
14.4
.50
5.73
2.26
. 87

53

WEIGHT
4._|.,_|
435.5
12.6

. O3
3.95
. 80
2;10
1.A5
1.24
1.11
1.000
« B4
. 790
765
76
« 979

BUTION

NEICHT

45,5

5.5

12.6 .
&L, Q%

~ -~
e d

2.30
2.10
1.45
1.34
1.11
1. 000
« 296
. 790
o 7L
&76
572
. 977
RRICH ]

273

4‘!-"-
[ A L

« 293

vIis
97
. 7E3
. 72
. 791
.925
393
856
8135
.770
722
« £70
617
Tl yed
. 204
449
’7;

2Fl’|
231

181
0.00

Vis
» 97
928
972
. P31
. P23
3G
254
L8135
.770
722
670
617
 DAZ
. SO&
. 44%
« I3
. 337

T
. S

. 231
131
0.00

FOP
44

2

&7
Al
=t

75
e
110
&1
4z

Y
n W

2

praw

1~
21

<.
3

FOP
44

ad

o
14
15
2&

47
57
o -

75
110
81
4F

r.r.
antant

25
16
21

&

B
i



RLIN NUMEER
AUGUST 14,
TRIAL #25
SMOKE WEER
FMT=4600

Pttt =t etnpmd e fp e P R P F R P

I

. 200
« L00
. 700
1.20
1.50
1.80
.10
<40
.70
3.00
* .20
2. 460
.20
4,20
4,50
4,20
S.10
5.40
5.70
4,00
&, 20

B N R

.7

= 1
1920
XMEZS WH
111

SLIT=100

MUMER
o 44

S.873E-02
2. 0ZZE-0Z
1.549E-02
1.773E-02
. 3ESE-02
SY7E-0X
SOZE-0O2
 QLESE-O2
« 3B1E-O2
« 4Z0E-02
 AEPE-OL
2. SO4E-02
1.999E-0%
1,047E-02
Lo 14SE-032
4, LS4E-03
2.741E-03
1.850E-02
c 2RAEICY

BN BY L) RY B =
o~

DATA FROM PST #z2

EGLLIN AFB

LPF=2.0MHZ

I C 1 2

E

I

ON FAD

=
-

TRI

BEUOUTION

X 6 36236 2 36 36 303 4030 3 36 363 3 30 3 3 3636 SF 3230 36 353035 36 30 430 33 K NS SIS

X #3338
X3#
X #
X#
X#
X%
X3

yale
. SO0
1.2

1.50
1.80
2.10
2.40
2.70
3.00
3.30
3. 480
.50
4,2

4,50
4,80
S.10
3.40
S.70
4. 00
&30

1.192E-03
1.392E-032
Z.S42E-03
S.4Z0E-02
7.427E-0%
1.4651E-02
3. 250E-02

. SORE-02
S.431E-02
8.172E-02

1183

. 156

. 13%
8. YLSE-02
6. 407E-02
G.802E-02
4. 036E-02
. 219E-02
1.482E-0%
& HEAE-QT

X
X33
X465 %% %

X4 36383430 36 56 % 3% 3%
K36 SE 30 330 503 34 3634 36 e oF
e R T P TR PR R R R

PE R R R T e T

P L L D L ST P R B R SR S R L R T R X

X3St T F e I SR HH NN FE NN HS
X4 336 636 53050 3RS HIE N H N TR F R R B FH

NSt H MR HHH RS RFRRSFH RS

pET TR PR LE L L

X364 33 FHHH R HFHH

pE X T RTF RT3

X#RFHEHFH#H

X333
X33

P e T T T e T e e e e e e Tt T T TEE ¥
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Tall Ml Eod e I'& FoRe BB @ THWLTN H_I S 1 QG R ANEE
RUN NUMBERZ FOR TOTALED HISTOGRAM

Z 2 4 S &
AUGUZT 1451920 DATA FROM FZI #2 ON FAD
TRIAL #Z2 S OZUMI WP
SMOKE WEER IIT EGLIN AFR
FMT=40O SLIT=1G0 LFF=2. OMHZ cn=z=.7

TOTAL ZAMFLE SIZE = 4154
AFERIOQOICITY ACCERPTED =

TOTAL ACQUISITION TIME =

TOTAL S1ZE ACCEFTED =

GEOMETRIC MEAN = 287 SIGMA G = 1.5%
FIRST MOMENT = 585 SECOMND MOMENT = .21%
THIRD MOMENT = 2Z.82 FOURTH MOMENT =  10.4

ARITHMETIC MEAM = G585

VOLUME/AREA MEAN = 3.10
VOLUMETRIC MEAM = 1.41
MASS MEAN = 32.4%9
SAMMA = 237 ACCEFTANCE RATIO = .57% KAFFA = 2460
MUMPER DENCITY (NSTT)Y = 207770404 MATERIAL DENSITY = 1.473
MAZE CONCENTRATION (GM/CUBIC METER) = 5,844E-02 WHEN NL = 1&
ALPHA EXTIMNCTION = .&262 SIGMA BAR = 1.322 5
VISIBILITY CALIERATION CONSTANTES
EXF = 0 COEFFICIENT = &,77232E-01
EXP =1 COEFFICIENT = 2.472Y0E-01
EXPF = 2 COEFFICIENT =-5.7%147E-01
##TIME AVERAGED STATISTICS##

GEOMETRIC MEAN = 3829 SIGMA G = 1.59
FIRST MOMEMT = 359 SECOND MOMENT = .%20
THIRD MOMENT = 2.4 FOUIRTH MOMENT = 10.95

ARITHMETIC MEAN =- ,55%

VOLUME/AREA MEAN = 2.09
VOLUMETRIC MEAN = 1,4%2
MASE MEAN = 3,69
MASS CONCENTRATION (GM/CUEBIC METER) = 108 WHEN NL = iz
ALFHA EXTINCTION COEFF. ’ SIGMA BAR
LLE11EE 1.33207
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RUN MNUMBERS FOR TOTALED HISTOGRAM

2 =2
ALGLIST 14, 1950

TRIAL #24
SMOKE WEEK

FMT=400

EIN

[ )

RIN

QOAONGCADINM

NWONCUDON

DIAM
« 20
« L0
« 70

1.20
1.30
1.20
Z2.10
2.40
2.70
3. 00
3.20
3. 60
290
4.20
4.50
4.20
S5.10
S 40
S.70
6,00
6.30

p.
6 10 1
220

S5.10
3.40°
5.70
6.Q0
&30

4 S
_C;H

I11

ZLINT W
EGLI

SLIT=100

DIFF %
. 244
2. PESE-0Z
1.6AZE-02
1. 155E-0z
1. 240E-0%
&, 745E-03
. PIEE-0F
9. 4OIE-0F
S ZE4E-O%
7. L24E-03
7. SSLE-03
7. &14E-0F
b, S1ZE-03
4, S0ZE-03
3. 0Z5E-0%
1.42ZE-0%
1.003E-0%
4, V2EE-04
1.406E-04
S.201E-05
5. GLAOE-0S

7. MASS
8. 072E-0%2
S.0Z8E-0Z
4, 297E-072
7.072E-0Z
1.453Z2E-02
1.207E-02
2. ¥S1E-Q2
4, LOLE-QZ
S.77353E-02
7. 202E-0Z

. 100

- 124

<137

. 112
Q. TLEVE-OQL
&L EEEE-OR
4. 714E-02
2.767E-0Z
. Z2VE-Q3
&H.2T77E-03
S.015E-03

&,
FI

N AFR
LFF=2.0MHZ

DATA FROM P21 #2 ON FAD

ZCO=3.7

NUMBER DISTRIRUTION

FROEARILITY
a4
. 500

912

9%

|;,’:| -:’:

v4z
w31
5
VT
. 975

ET

9T
T4
297

L
e
1,000
1. 000
1.000

1.000

WTFROF

2.621E+04

1

 225E+03
S17.

e
S,

3as.
272.
279.
292.
257.
22%,
244,
237.
202,
140.
94.0
50.4
31.2
1.4
4.37
2,85

1.7¢&

WEIGHT
435.5
45.5
12.4
6. 08

- -
)G .C-IC'

b d C'(_')

e O

Z2.10
1.465
1.34
1.11
1.000
- S%4
. 790
. 745
£ 676
CS77
577
« ol
273

Lo(L s T}
L] futnd

293

MAZS DISTRIBUTION

FROBARILITY
L O732E-03
«110E-02
« S40E-OZ
24T7E-0Z
7E0E-OZ
 SI7E-OZ
QEEE-O2
. 121
«1Ew
262
Ty

Coy
. 483

MR- = 2D

s

1.000

WTFOP

2. 6Z1E+04

1

S2EE+OZ
S517.
25,

e
aiilie) o

272,
279,
292.
237.
23%.
244,
237.
202.
140.
4.0
S0.4
1.2
13.4
4.27
2.55
1.74

56

WETGHT
45.5
5.5
12.6
5. 08
ICIRie
2.80
2.10
1.45
1.24
At il
1.000
. 896
770
7565
ChTb
579

VI
.97
. YRR
972
« 951
925
.82
. 356
<E15
770
« 722
670
4617
« 62
. S06
.44
.39

[ e
a st

233

. 231
. S

0.00

VIis
97
. YEE
972
. 751
223
«8Y3
« 834
815
770
722
70
617
« SE2
506
« 44

AT
RGN

FOrP
376
=7
41
oY
&
" w7

Lt Lon'}
vt

177
192
215
244
264
256
iz
139
g7
54
2w
16

L)

&

FOP
576
&
41
59

oe

7

——
ot ot

177
19z
215
Z44
264
208
183
139
a7
54
2%
14

<

én



ED HISTOGRAM
3

FROM PST #2 ON FAL

AFE- ‘
LFF=2.0MHZ  ZCD=2.7

RUM MUMBERS FOR TOTAL
2 = 4 S
ALGLIST 14, 19520 OATA
TRIAL #2 s ZLNI WP
SMOKE WEEK II11  EGULIN
FMT=600 SLIT=100
NUMER
2 200 . 244
o L00 &, YSSE=0

. 700
1.20
1.50

. 20
2.10
2.40
2.70
.00
2,30

o i i e e e e e et et m

. 300
. 600
200
1.20
1.50
1.80
2.10
Z2.40
2.70
2.00
2,20
3.460
3.%0
4,20
4.50
4,80
.10
5.40
.70
6. 00
&30

1.6632E-02
1.155E-02
1.240E-02
2. 745E-02
 VYZE-0OZ
9. A0ZE-02
S, 224E-02
7. AB4E-02
7 E85LE-02
7.616E-07
&.S1ZE-02
4, S50ZE-02
3. 025E-03
L. A22E-02
1.00Z2E-03
4, 992E-04
1.4064F~04
2. 201E-05
5. GA0E-OS

[ =]
[=g

MASS
8. 072E-0%
2. 022E-0%
4, 297E-O2
7.072E-0%
1.423E-02

CEO7E-02
2.951E-08
4. A0LE-O2
S.772E-02
7.3252E-02

. 100

126

137

115
¢ 7LVE-OR
6, 3SEE-02
4.71LE-OZ
2.767E-02
Ve Z2VE-OZ
ho277E-0%

S.015E-0%

]

I S 1 ZE DI
X SE38 305 36 3 S0 50 S 3E5E N
X*%

T IONRN
6333 3366656 53N IR H R

% 0
*
* =
%
#
%*
X
%

WD X D B P K D 2K D K DX X 3 X K X

DISTRIBUTION

X3

Xt

X363 338 3

X ¥4

X634 3 26 3646 36 33 3¢

PR L T X T SUEE SUE S 3

X636 3636 3636 35 36 58 36 36 36 7 3% 56 36 5636 5 3 3¢

XS 363 3636 3 330 36 36 36 2 366 36 S NN

36 26 36 36 35 36 36 36 36 38 36 36 36 36 36 36 363 3630 36 36 36 35 5636 30 3 56 365 38 3¢ 3 54

X 336363 23 32 S 2 R HH BB F RN
K36 56 35 35 36 36 36 36 3 36 3 3 36 20 30 3 36 36 36 30 36 36 36 63 36 S0 203 36 36 3 36 363 3 3 36 536 S H 36 3 3036 5 #
X 363636 36 3 3 36 56 3036 6 3036 30336 6 SF A 036 I A K XU R AR
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A SIMPLE MODEL‘FOR THE VISIBILITY OF LARGE
SPHERES OBSERVED WITH A LASER VELOCIMETER
W. M. Farmer
The University of Tennessee Space Institute

Gas Diagnostics Research Division
Tullahoma, Tennessee

ABSTRACT

A model is developed to express the signal visibility for large
refracting or reflecting spheres observed with a fringe type laser
velocimeter. The model yields a closed form solution for the visibility
when scattering is observed off axis in the near forward, 900, or near
backward direction. Results show that particle size range can be adjusted
by aperture adjustments at the scattered light receiver. Comparison of
model predictions with recently published numerical computations shows

good agreement.

INTRODUCTION

Considerable effort has been given to the measurement of particle
size using the optical system of differential Doppler laser velocimeters
(see for example references 1-7). Three basic approaches to this problem
can be identified: 1) correlation of particle velocity with aerodynamic
particle diameter in a known velocity field,1 2) correlation of scattered
irradiance with particle diameter,2 and 3) correlation of signal visibility

or contrast with particle diameter.3-7 Much of the research involving the
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latter method has been concerned with particle diameters comparable to

the wavelength illuminating it. An approximate model which relates particle
diameter to signal visibility appears to correlate experimental data with
theoretical predictions surprisingly well when the constraints imposed by
the model are carefully followed.8 This model requires that the scattered
light be observed with a large receiver aperture centered on the symmetry
axis of the transmitting optical system. Measureﬁent of spherical particles
with this model requires that the particle diameter be less than an illumi-
nating fringe period if unambiguous measurements are to be obtained. Early
research with particles much greater than a wavelength in diameter showed
that receiver alignment was very critical if agreement with the approximate
model was to be obtained.4 It was also found that when the particle diameter
was greater than a fringe period and the scattered light observed at some
angle off the axis of symmetry, the measured visibility was usually much
higher than predicted by the approximate model. Thus it was concluded that
a visibility measurement could not be used for particle diameter estimates.
However recently published calculations have shown this conclusion to be
incorrect.9 Bachalo has shown that for particles much greater than a
wavelength in diameter and at viewing angles where the reflected or re-
fracted component of the scattered light is greater than the diffracted
component, particle diameter can be related to a visibility function which
is monotonic over a significant size range. This work shows that the
visibility function is monotonic when particle diameter is greater than

a fringe period and that the visibility function depends on the receiving
optics F pumber, particle index-of-refraction, and viewing angle. The

analyéis performed by Bachalo consisted of numerical integrations of the
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classical electromagnetic field equations describing refraction and re-
flection by homogeneous spheres illuminated by plaﬁe waves. As such, this
work is acceptably rigorous. However, because of the approach taken and
the numerical integration,it is difficult to discern or physically visualize
the scaling laws which relate visibility to particle index-of-refraction,
receiver F number or viewing angle. The pﬁrpose of this paper is to

develop a simple model which elucidates the results obtained by Bachalo

and yields simple scaling laws which can be used to configure optical
systems for measuring a broad range of particle sizes for a fixed fringe

period.

SCATTERED IRRADIANCE APPROXIMATION FOR REFRACTING OR REFLECTING SPHERES
ILLUMINATED BY TWO COHERENT BEAMS.

A classical approximation for the electric fields scattered by a
large (relative to the wavelength) homogenous sphere involves separating

the scattered field Es’ into three contributions

E =E_+E_+ E
s t

D R (1

where ED is the field component due to diffraction, Et is that due to
refraction and ER is that due to reflection.lo Hodkinson's work can be
manipulated to show that the mean value of Et will be the predominant

field component in the forward scatter direction (rather than diffraction)

when the scatter angle, B is such that:
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8> (5 (2

where A is the illuminating wavelength, D is the particle diameter and
m is the index of refraction (assumed real). For the near axis backscatter

the reflected field is predominant when

B ==y (3

where Y is the rainbow angles and nth order refraction in the back direction
is ignored.

For this analysis the geometry shown in figure 1 will be assumed.
The centerlines of two coherent beams cross at the center of an XYZ co-
ordinate system. The beam centerlines are separated by an angle a.
The Z axis is parallel to the bisector between the beams. Y is perpendicular
to Z and lies in the plane of the beam centerlines and X is perpendicular
to YZ. A scattered light collection aperture is centered at some viewing
angle B and subtends a collection angle defined by the F number of the
receiver. Into this coordinate system a large homogeneous sphere of radius
ry is placed at some position X = 0, Y and Z = 0 as shown in figure 2.
The sphere in the limit D>>A may be imagined to function as a spherical
lens. Those rays having angles of incidence near zero will be predominantly
refracted by two refractions (ray entrance and ray exit). These rays will
appear to focus at some distance, f, from the center of the sphere. For
angles of incidence less than about 20°, f is nearly independent of the

angle of incidence. Differences in reflection due to different values
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of the Fresnel reflection coefficients are also minimal. Rays contained
within this angle of inéidence will all appear to éiverge from £ and form

a spherical wave with radius of curvature measured from f. As the angle

of incidence increases f is reduced and spherical aberration becomes signi-
ficant. Furthermore rays undergoing more than two refractions may be ob-
served. It will be assumed that the refraéted light observations are made
with an observation aperture and observation angle which is small enough to
preclude these effects thus allowing f to be uniquely specified. Experi-
mentally these assumptions are found not to be too restrictive. Consider
figure 3a which is a photograph of a 114 micrometre diameter crown glass
(index of refraction ~1.5) sphere illuminated by two coherent beams. The
central portion of the sphere images the interference fringes produced by
the incident beams. A large portion of the sphere cross-section is shadow-
ed indicating that rays refracted by this portion of the sphere did not
pass through the F/2 camera lens used to obtain the photograph, If it

is assumed that rays reaching the photograph are only twice refracted by
the sphere, then a ray trace for this geometry will show that the angle

of incidence could not have been more than about 210, which is sufficiently
small for the approximations to be used here. With these assumptions it

is clear that if two angularly separated plane waves illuminate the sphere,
two focus points will be obtained. These foci produce two spherical waves
which produce nonlocalized interference fringes. The fringe contours are
identical in shape to those observed in Young's experiment using two cir-
cular point sources. As is well known, the fringe contours are hyperboles

and are beautifully illustrated in figure 5 of Bachalo's work., Figure 3b
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shows the resulting fringe contours for the sphere shown in figure 3a. The
model to be used in this analysis contains assumptions radically different
from those made originally for a visibility analysis where diffraction is
predominant.3 In that analysis it was assuﬁed that the spherical waves
scattered by the particle illuminated by two beams have a common center.
In the case where scatter is predominantly from the edge of the particle
and the angle between the illuminating beams is sﬁall this is a reasonable
assumption. When refraction or reflection is the dominant mechanism through
which light reaches the collecting aperture, this model shows that such an
assumption is no longer valid.

With the assumption that only twice refracted light reaches the col-
lecting aperture, the electric fields originating from the refracted foci
may be written by assuming spherical waves and the geometry shown in

figure 2. These fields are

E
. _01 _ (4
Etl = rl exp (i(ktlrl wtlt))
E02 exp(i(K, . r,- w_,t)).
E, = —= ©XP 2727 Ye2 (5
t2 r2

where the Eoi(i=l’2) are the incident field amplitudes for beams 1 and 2.

Kti are the wave vector magnitudes

Kti= 21r/)\i (6
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and wti are the Doppler shifted optical frequencies given by:

Wy =Wy +V o (K- Ko) @
W =w +V (K - Kyy) ' (8

V is the particle velocity. Koi is the incident wave vector for the ith

~

beam. It will be assumed that the receiver aperture is small enough to

approximate Kti as Ko. The geometry in figure 2 shows that ry and r, can

be written as

h_z 2 2 ; 2 ¢
=1 + (xo+ X" + (Yo +Y' + A/2)

A _ a2 2 - 2
r, T, + (xo+ X" + (Yo+ Y A/2) (10

where the X', Y' coordinate system is centered in the scattered light

collection aperture. The coordinates of a point in a circular aperture

coordinate system are given by
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X' = psinb (11

Y' = pcosbd . (12

The total field at the aperture point defined by ry and r, is

R Y Q3

The irradiance resulting from Et is approximately given by

2
I = —=— lEtl

€ 8nz! =

where Z' is the impedance of the medium in which the observations are
made and c is the speed of light in vacuum. Using equation 13 in equation

14 results in the well known form for the scattered irradiance from two

coherent beams.

67



1 (15

- 2
L. = 8mz {lEtll + |E L 2Re(EtlEtZ)

|2
t2

' and |E

For simplicity assume that E.. = E_ _ = E lEtll

01~ “02 " “o are

e2!
thus constants and

2 _ 2 _ 2
B 1% = |E,l% = IE,] 16
2 2 2 (17
EREENERE
The last term in brackets in equation 15 is the so called interference
term. Use of equations 4, 5, 7 and 8 allows the interference term to be
written as
2Re(E__E ) 215, (K _(r,-1,) («
e = —— cos(X _(r,-r,) +V *((K_,- K
tl7t2 rir, t*1 "2 ~ ~t2 ~tl (18
+ Kop~ X))

to obtain r;- r, use is made of equations 9 and 10 to compute
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2
r," -r, = 2(Yo + pcosH)A

19

5 - z 2
for the case when £ r2>>A and r;® r, = ro[1 + % tan“g]
equation 19 reduces to

A(Y + pcosB)

o
S~y = 2
r [1 + % tan B:] (20

2

where tanZB = (Xo

+ Yi)/ro2 arises from the second order terms in the

Taylor's series expansion of ry and ry. It is important to note that since
spherical waves are assumed to originate from point sources in the X,Y co-ordin-
ate system any results involving r;, ryare invariant to simple rotation about

the Y axis (B>0, Xo=0). This means that if X',Y' is kept perpendicular to ré

and the origin of X',Y' kept in the XO,Yo plane, then the only angular dependence
on B should arise from a lengthening of r; as B increases. The (1+%tan28)'factor
accounts for this increase. Hence, no angular correction is necessary to account
for aperture ellipticity as might be expected if the X',Y' plane were held in the

XO,YO plane. It is straightforward to show that the terms in equation 18 resulting

from the Doppler shift can be written as
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(21

Ve & - I~<t:2) = VthA/R
Y+ (K - Koy = VK, 2810 (2/2) (22

R is the distance from the particle centered coordinate system to a point

of interest in the aperture. In previous calculations the term expressed

by equation 21 was neglected on the basis that V '(Ktl- Kt2) was
proportional to  AA/A where AA is the difference in optical
wavelengths resulting from the Doppler shift. AXN/X is - of the order

of 10_6 or less in nearly all cases of interest and hence can be reasonably
neglected. In most cases A/R  is also small although cases can be en-
visioned where it might be significant. This analysis will assume that
this term is negligible. Equations 20 and 22 result in the interference

term being written as

. 2lE|? A(Y + pcos®)
cos (K = > + 2mY/8) (23

E Y = —2—
tl t2 2 t
r rOI:l + % tan B:]

2Re (E

§ = A/2sin(a/2) (24

Y=V t (25
y
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8§ is the fringe period generated by the beams striking the particle.

IRRADIANCE COLLECTED BY A CIRCULAR APERTURE
The photodetector used to detect light scattered by the particle

is assumed to respond to the total irradiance, I incident on the scat-

R,

tered light collection aperture. For a circular collection aperture,

IR is given by

_ ra g2m
I = fo fo Itpdpde (26

Using equations 17 and 23 in equation 26 results in an integral with a

closed form solution given by

]
cazIo [1+ 23, (K da/r_) cos (21rY/6+KAYo/rc')):]

I = (27
R 4Z'r2 K Aa/r!
o o o
where r; =r [} + %tanZQ] and Jl is a first order Bessel

function of the first kind.
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VISIBILITY FUNCTION FOR A CIRCULAR APERTURE

It is straightforward to show that the relative amplitude of the
interference term in equation 27 is identical to the signal visibility
function, V, as defined in previous research. In this case equation 27

shows that V is given by

V=23 (KAa/r;)/KAa/ro' (28

The visibility function in equation 28 is identical in form to that cal-
culated previously for circular diffracting particles and a sufficiently
large aperture centered on the bisector between the incident beams. However,
comparison shows there are important differences between the two cases.
Equation 28 shows that in the case of refraction the visibility depends
directly on the angular extent a/ré of the collection aperture, its angular
position and the separation, A , of the two point sources generated by
incident beams focused by the particle. As will be shown, A depends on both
the diameter of the particle and its index-of-refraction. It is interesting
to note that a phase term K yo/ro is predicted for the Doppler signal
portion of IR' This phase term depends on the viewing angle, yO/r0 in the
plane of the incident beams, the particle size, and index-of-refraction.
These dependences have not been calculated by the more rigorous solution

to the problem posed by Bachalo. (There was no apparent need to do so.)
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Similar effects using Mie scattering theory have also been predicted for
scattered light observations involving particles comparable to a wavelength

in diameter.

VISIBILITY FOR NEAR-AXIS FORWARD SCATTER
The geometry shown in figure 4 can be used to express A as a function
of beam intersection angle, 0. , and the focal lengths developed by the

sphere for the individual beams. Inspection of figure 4 shows that
A/2f = sin(0/2) (29

A = £(2sina/2) (30

f may be obtained by simple ray traces through the sphere with an applica-
tion of Snell's law assuming that the angle of incidence Bi<< 1. Appendix

1, using this approach, shows that f can be written as

Dm

G0 (31

where m is the particle index of refraction, D is its diameter, and it is
assumed that the refractive index of the medium surrounding the particle

is 1.
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The F number of the scattered light collection aperture is defined as

F = r°/2a " . (32

Equations 24, 30, 31, and 32 may be used to express the.argument of the

visibility function in 28 as

T(D/8)m
4F[1 + %tan®8] (m - 1)

KoAa/ré (33

Thus the receiver aperture and index of refraction of the particle scale

the range over which a particle size measurement can be obtained from a
visibility measurement. This result agrees with conclusions drawn by Bachalo
from his numerical integration studies of the problem. Resolution of the visi-
bility measuring electronics limits the smallest measurable value of equation
33 to about 0.1 m . The visibility is a monotonic function of its argument

for values up to about 1.0 W . Since the D/S§ (ultimately D is measured in
terms of a known & ) is usually the parameter to be determined, the size

range limits for a given value of F and m are

(m-1)
m

[1+ % tan’8] (34

(D/S)min =~ 0,4F
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p/6) = FE=D 4y can?g] (35

These equations show that with a fixed fringe period, §, and particles all
having the same index-of-refraction, the size range covered is easily varied
by adjusting the F number of the receiving apertu?e.

These results suggest that when D/§ is known, the index of refraction
of the particle can be measured. For example, suppose liquid droplets of
a known size were produced with a monodisperse generator and the measured
visibility corresponded to an argument N. Solution of equation 33 for the
index-of-refraction yields

o= 4Fn (36

4Fn - wb/8

Equations 30 - 32 shows that the phase shift, ¥ , in the signal for this

case is given by

b = Khy /r (37
4(m-1)) Y
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B =Y /r0 (39

The relative phase of the signal is seen to depend on the aperture position
By only and not on the aperture size. It is linearly proportional to D/S.
Figure 5 shows the phase shift effect as D/8§ increases from 1 to 10 for

an F/10 aperture located at By= 0.1 and an index of refraction of 4/3. This
result suggests that particle size could be obtained by measuring the phase

shift, Y, rather than the visibility V.

VISIBILITY FOR NEAR AXIS BACKSCATTER

Previous numerical studies by Bachalo suggested that this approach
could also be used to measure D/§ from off axis backscatter measurements
of highly reflecting or absorbing particles. Assume that the observation
angle is far removed from any glory or rainbow angles. The previous results
can be modified in a straightforward fashion to show this. In this case
the particle is no longer assumed to be a refractive lens but a spherical
mirror. The focal length of a spherical mirror is half the radius of

curvature. Equation 30 then shows that A for backscatter, A is given

B’
by

Ay = —o— (2sin(a/2)) (40
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The argument for the visibility in the backscatter.case may thus be

written as:
K Aa/r! = m(D/8)/4F[1 + % tan’g] (41

The phase shift in the Doppler signal for backscatter, wB can be computed

from equation 37 and 40 as

Equation 41 shows that a much greater range in D/§ can be covered in
backscatter measurements since the size range is independent of the index
of refraction. For example when near axis forward and backscatter measure-
ments are compared for water drops (m = 4/3), the maximum value of D/§ which
can be measured in the forward scatter direction is F while in the back-
scatter direction it is 4F. This result suggests that backscatter measure-
ments over the same size range as forward scatter may give accurate results
even for highly refracting particles since the collec<ns1:XMLFault xmlns:ns1="http://cxf.apache.org/bindings/xformat"><ns1:faultstring xmlns:ns1="http://cxf.apache.org/bindings/xformat">java.lang.OutOfMemoryError: Java heap space</ns1:faultstring></ns1:XMLFault>